SPIROMETER CALIBRATION LOG 


For use of this form see TB MED 509; the proponent of this form is the Office of The Surgeon General 


Date 

Technician 

Name 

Daily Calibration Check 
(Volume: 3.0 liters) 

(Range: 2.91 - 3.09 liters) 

Weekly 

Leakage 

Check 

Weekly Calibration Check 
(Time: 15 seconds) 

Range: 14.85 - 15.15 seconds) 


Spirometer 

Microprocessor 

(yes/no) 

Spirometer 

Microprocessor 

Remarks 
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